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via change of resonance frequency of about 40 kHz of the 
piezo driven copper-leaf spring support of the Josephson 
cantilever, as depicted in Fig. 1. To cool the cantilever it is 
attached to the copper-leaf spring from which heat is drained 
by a closed circle cryo-cooler (Leybold Coolpak 6000 / 
Coolpower 5/100). The end temperature is controlled at the 
cantilever holder by a calibrated silicon diode-thermometer in 
close vicinity of the cantilever. The Josephson junctions inte-
grated on this cantilever show at a operation temperature of 56 
K a critical current of Ic = 267 μA with a normal state 
resistance Rn = 1.13 Ω  resulting in a characteristic IcRn-
product of 302 μV. For the last measurements discussed in 
section III, we employed a different Josephson cantilever with 
a critical current of Ic = 250 μA with Rn = 1.9 Ω  resulting in a 
characteristic IcRn-product of 475 μV at operation temperature 
of 54 K. 

II. EDGE COUPLED FILTER 
As a first approach, an edge coupled filter of third order has 
been prepared and measured. It has been designed with Ansoft 
Designer SV. We obtained in the prepared device a passband 
frequency of 15 GHz with a passband width of 1.0 GHz. As 
substrate material we employed aluminum PCB with a 
dielectric coating of 150 µm (εr=4.4, tanδ = 0.02 measured at 
10 GHz) and 35 µm copper plating. The resonators have a 
width of 100 μm and a length of 3000 μm with wide gaps of 
263 μm in the middle and narrow gaps of 175 μm at the ends. 
Fig. 2(a) shows the geometric layout of the investigated filter 
with a total length of 12 mm. The physical realization of the 
filter somewhat differs from the design values because of 
limited manufacturing capabilities. Therefore, for simulation 
actual geometry values were extracted from optical 
micrographs. In Fig. 2 (b) the simulated transmission 
characteristics is shown together with the measured one by 
conventional network analysis.  
The microwave distribution above this filter has been imaged 
as depicted in Fig. 2(c), which shows a comparison of 
simulated and measured microwave power distributions. The 
microwave power distribution above the filter surface at a 
height of 50 μm has been imaged at 4 different frequencies of 
15.5, 16, 17 and 18 GHz as given in Fig. 2(c). The images 
have been recorded point by point with the Josephson 
cantilever. In each point its complete I-V characteristics have 
been measured and the values of the critical current have been 
extracted as a measure of the locally detected microwave 
power. The output power of the microwave generator has been 
set to -20 dBm for all measurements. Since the transmission 
characteristics S21 is linear in microwave power, cable and 
plug frequency dependencies have not been deembedded. 
Clearly it can be seen in Fig. 2(c), how the decreasing 
transmittance towards higher frequencies beyond the passband 
(15.5, 16, 17, 18 GHz) leads to a reduced microwave power 
level in the first, second and third resonator stage, while the 
stripline directly coupled to the input displays a rather 
homogeneous microwave power distribution even at 18 GHz 
due to reflections. The simulated distributions show minor 
differences, which have not been understood so far. 

 

 
 

 
 

 
 

Fig. 2. (a) Layout of the edge coupled filter, (b) simulated and measured 
transmission characteristics S21, (c) images of the power distribution at 15.5, 
16, 17, and 18 GHz, (d) evaluation of the decreasing transmission from 
resonator to resonator stage within the filter for the different frequencies. 

 
The measured power distribution has been integrated on 

each vertical scan line across all resonator stages, normalized 
to the maximum observed value and is depicted along the 
filter structure in Fig. 2 (d). At 18 GHz, this spatially averaged 
microwave power level reaches the noise floor already at 4000 
µm measured from the input port, while at 15.5 GHz the noise 
floor begins at about 11000 µm, due to the higher 
transmittance of the filter at 15.5 GHz. 

A reasonable correspondence of simulations and 
measurements for this device has been found, demonstrating 
how microwave filter structures can be analyzed in detail with 
a Josephson cantilever without changing the filter geometry, 
i.e., for additional output ports, as required for application of 
conventional network analyzers. While only input and output 
ports are accessible with a network analyzer, our method can 
access arbitrary points of a circuit and no physical 
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modifications (plugs etc.) are necessary. These contactless 
measurements can open new insight into the properties of 
microwave filters.  

III. DIRECTIONAL COUPLER 
The directional coupler is another very important passive 
microwave device, which has been investigated with the 
Josephson cantilever. It serves to distribute microwave power 
from the input lines to all output lines according to well 
defined ratios. With outer dimensions of 2.5 x 2.9 mm2 on the 
same aluminum PCB as for the edge coupled filter in section 
II, the line width of the copper lines has been chosen as 200 
μm for narrow and 400 μm for wide lines. The layout of the 
branch-line coupler is depicted in Fig. 3(a).  

The ideal branch-line coupler at its design frequency would 
have no microwave power distributed to port P4 while the 
power from port P1 divides equally to port P2 and P3. The use 
of stubs leads to imperfect dump impedances and to standing 
waves in the circuit. In Fig. 3(b) the transfer characteristics 
from port P1 to the output ports P2 – P4 are shown, as 
simulated for the actual measured coupler dimensions. The 
high losses of the substrate material together with the 
imperfect dump impedances lead to a non-ideal coupler 
performance.  

The spatially dependent microwave distribution has been 
measured by the Josephson cantilever and is depicted for 18 
GHz (see Fig. 3(c)). Nevertheless, our measurements give 
interesting insight into the structure. We find a standing wave 
at the input line with relatively high microwave power. Above 
the lines to output port P2 and P3 one can see almost equal 
power levels while above the line to port P4 only very little 
power emission is observed, as expected for the branch-line 
coupler. Beside the expected microwave distribution along the 
lines of the branch-line coupler further hot spots are detected, 
which are most probably due to imperfections in the 
manufactured structures.  
 

 
 

 
 
Fig. 3. (a) Layout of a branch-line coupler for 20 GHz, (b) calculated transfer 
characteristics, (c)  planar microwave power distribution of the branch-line 
coupler imaged within the black box marked in (a). 

IV. WAVEGUIDE 
As an example for the high frequency capabilities and the 
three-dimensional imaging possibilities, the power distribution 
at the end of an oversized multimode circular waveguide for 
far-infrared radiation at 762 GHz has been investigated in 
order to analyze the spatial mode distribution. The waveguide 
is fed by far-infrared light from a molecular laser with about 2 
mW output power pumped by a CO2-laser system Edinburgh 
Instruments PL3 with about 7 W output power. From the 
output of the far-infrared laser to the scanning microscope 
based on the Josephson cantilever, the light wave is guided by 
a oversized brass waveguide of 6 mm diameter and a length of 
120 cm. The far-infrared radiation is coupled to the vacuum 
chamber of the microscope by waveguide fed-through into the 
waveguide under investigation. From the Gaussian power 
distribution of the laser beam in free air the radiation excites 
more than 100 modes in the oversized waveguide. For the 
measurements shown below a dielectrically filled tapered 
waveguide with 3 mm diameter at its open end has been 
excited to achieve a field concentration in the middle of the 
waveguide as shown in Fig. 4(a). The I-V curve and its 
corresponding differential resistance under illumination with 
the radiation of 762 GHz are depicted in Fig. 4(b). The 
response of the Josephson junctions to the 762 GHz radiation 
can be clearly seen in the differential resistance. 
 

 

 
 
Fig. 4. (a) Geometry for the characterization of the waveguide, (b) I-V curve 
and differential resistance of the employed Josephson cantilever,  (c) 
corresponding measured microwave power distribution in three dimensions. 
 
As depicted in Fig. 4(c), the Josephson cantilever can be used 
to determine the three dimensional radiation pattern above the 
open end of the tapered waveguide. In the pattern scanned in 
the z-axis direction along the oversized waveguide clearly a 
radiation cone angle of 45 degree by diffraction at the edges of 
the waveguide is resolved. In Fig. 4(c) also the obtained image 
perpendicular to the open waveguide end is shown. As 
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expected, we reproducibly find a multimodal radiation 
distribution. 

V. CONCLUSION 
In conclusion, we prepared an edge coupled filter and a 

branch-line coupler and characterized these structures by their 
frequency dependent spatial microwave power distribution. 
We demonstrate how transmission values can be obtained this 
way, opening the route to local network analysis in circuits. 
We further demonstrate the high frequency capabilities of the  
scanning microwave microscope based on the Josephson 
cantilever by imaging three dimensional microwave 
distribution  at the open end of a multimode circular 
waveguide at 762 GHz. 
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